
Biosensors and Bioelectronics 147 (2020) 111763

Available online 5 October 2019
0956-5663/© 2019 Elsevier B.V. All rights reserved.

A novel biosensor for zinc detection based on microbial fuel cell system 

Aman Khan a,1, El-Sayed Salama b,c,1, Zhengjun Chen d, Hongyuhang Ni a, Shuai Zhao a, 
Tuoyu Zhou a, Yaxin Pei a, Rajesh K. Sani e, Zhenmin Ling a, Pu Liu a,f, Xiangkai Li a,f,* 

a MOE, Key Laboratory of Cell Activities and Stress Adaptations, School of Life Science, Lanzhou University, Lanzhou, 730000, Gansu, PR China 
b Department of Occupational and Environmental Health, School of Public Health, Lanzhou University, Lanzhou, 730000, Gansu, PR China 
c Department of Earth Resources and Environmental Engineering, Hanyang University, Seoul, 04763, South Korea 
d College of Life Science and Technology, Gansu Agricultural University, Lanzhou, 730070, PR China 
e Department of Chemical and Biological Engineering South Dakota School of Mines and Technology, 501 East St. Joseph Street Rapid City, SD, 57701-3995, USA 
f Key Laboratory for Resources Utilization Technology of Unconventional Water of Gansu province, Gansu Academy of Membrane Science and Technology, Lanzhou, 
730020, Gansu, PR China   

A R T I C L E  I N F O   

Keywords: 
MFC 
Zn2þ biosensor 
Cell permeability 
Electron shuttle mediator 

A B S T R A C T   

Microbial fuel cell (MFC) biosensors are self-sustainable device for monitoring of various substrates; however, for 
heavy metals detection are still scarce. In this study, E. coli BL21 was engineered to express the zntR, ribB, and 
oprF genes with PzntA promoter, which could sense zinc (Zn2þ) for riboflavin and porin production. The engi-
neered strain produced high levels of riboflavin (2.4–3.6 μM) and improved cell membrane permeability, with a 
positive correlation of Zn2þ (0–400 μM). The strain was then employed in MFC biosensor under the following 
operational parameters: external resistance 1000 Ω, pH 9, and temperature 37 �C for Zn2þ sensing. The maximum 
voltages (160, 183, 260, 292, and 342 mV) of the constructed MFC biosensor have a linear relationship with Zn2þ

concentrations (0, 100, 200, 300, and 400 μM, respectively) (R2 ¼ 0.9777). An Android App was developed for 
the biosensor system that could sense Zn2þ in real-time and in situ. The biosensor was applied to wastewater with 
different Zn2þ concentrations and the results showed that the detection range for Zn2þ was 20–100 μM, which 
covers common Zn2þ safety standards. The results obtained with developed MFC biosensor were comparable to 
conventional methods such as colorimetric, flame atomic absorption spectroscopy (FAAS), and inductively 
coupled plasma optical emission spectroscopy (ICP-OES). In summary, MFC biosensor with biosynthetic strain is 
an efficient and affordable system for real-time monitoring and sensing of heavy metals.   

1. Introduction 

Zinc is an abundant transition metal that serves catalytic, structural, 
redox-modulatory, and regulatory roles owing to its high binding af-
finity, which is next to that of copper among the Irving-Williams series of 
metals (Choi et al., 2017). Long term exposure and high dose of Zn2þ

supplementation and accumulation can cause significant toxicity and is 
shown to affect digestive and respiratory tracts (Poddalgoda et al., 
2019). Therefore, detection of Zn2þ in water samples is important for 
zinc contamination control. The determination of metal concentrations 
in water by conventional methods such as gas chromatography-mass 
spectroscopy (GC-MS) (Takeuchi et al., 2019), flame atomic absorp-
tion spectroscopy (FAAS) and inductively coupled plasma optical 

emission spectroscopy (ICP-OES) (Escudero et al., 2010), and induc-
tively coupled plasma-mass spectrometry (ICP-MS) (Ravikumar et al., 
2012) have been performed successfully. Despite these analytical 
methods are expensive, energy-consuming, require pretreated samples 
(Li et al., 2015), and may not be accessible to rural areas in developing 
countries (Bereza-Malcolm et al., 2015). A cost-effective and 
self-sustaining technique needs to be developed for the assessment of 
metal toxicity in water samples. 

A bacterial biosensor is an alternative to analytical methods with 
reduced cost and labor for detection of metals based on fluorescence 
proteins or pigment molecules connected to metals sensing operons 
(regulator) (Cerminati et al., 2015; Choi et al., 2017). Several biosensors 
have been designed and constructed by employing synthetic biology 
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tools for heavy metals (HMs) detection (Kim et al., 2016; Rijavec et al., 
2016). Zn2þmetal ions are sensed by the zinc regulator ZntR of the MerR 
and CzrA/SmtB/AztR/ArsR family (Choi et al., 2017; Webster et al., 
2014). E. coli MC1061 (pzntRluc) biosensor detected 2% Zn2þ metal ion 
of the total amount in soil-water extracts (Ivask et al., 2002). Synecho-
cystis sp. PCC6803 (pcoaTlux) monitored 90 % of Zn2þ along with Ni2þ

and Co2þ HMs in the soil mixture contaminated with various chemicals 
and oily wastes (Peca et al., 2008). Detection of Zn2þ based on a reporter 
gene system is of poor sensitivity and not specific (Liu et al., 2012). This 
system needs an additional signal transducer or external power source 
with limited detection efficiency (Tanikkul and Pisutpaisal, 2018). 
Hence, there is a growing demand to develop a system for in situ 
real-time monitoring of HMs toxicity in water. 

Microbial fuel cell (MFC) based biosensors are widely used to 
monitor a broad spectrum of environmental parameters such as bio-
logical oxygen demand (Yu et al., 2013), chemical oxygen demand (Su 
et al., 2011), and organic substrates toxicity (Chen et al., 2016; Kim 
et al., 2007) in wastewaters. The MFC-based sensor is an advanced 
system that develops a linear relationship between substrate concen-
trations and voltages by improving the selectivity and sensitivity of 
toxicity detection (Yi et al., 2018). Electrons shuttle mediator (ribo-
flavin) facilitated transfer of electrons to increase voltage in MFC (Li 
et al., 2018; Yang et al., 2015). Flavin biosynthesis genes cluster rib-
ABCDEHC could synthesize riboflavin and improve MFC performance 
through the extracellular electron transfer (EET) mechanism (Tao et al., 
2015; Yang et al., 2015). However, low membrane permeability of cells 
of bacterial strains restricted the transfer of electrons from the cells to 
the electrodes (Liu et al., 2014). E. coli has a compact and less permeable 
outer membrane (OM) with limited electron transfer (Muheim et al., 
2017). Overexpression of oprF in E. coli BL21 enhanced OM permeability 
and allowed more electrons to get transferred from the OM to the inner 
membrane and then to the electrode (Yong et al., 2013b). 

The present study was conducted to develop a novel, genetically 
engineered, Zn2þ-specific MFC biosensor with E. coli BL21 that carried 
the ribB (biosynthetic enzyme 3, 4-dihydroxy-2-butanone-4-phosphate 
synthase) cognate with PzntA promoter and oprF (porin synthetic pro-
tein) genes. The constructed biosensor was calibrated for specific 
operational parameters such as sensitivity, specificity, and stability. The 
engineered BL21 strain was also investigated for cell membrane 
permeability and riboflavin synthesis in the MFC. A linear relationship 
was developed between Zn2þ concentrations and electric signals using 
the engineered BL21 strain as a biosensor in the MFC. Furthermore, the 
constructed MFC biosensor was compared with conventional methods 
such as colorimetric, FAAS, and ICP-OES with respect to the detection of 
Zn2þ in wastewater. The constructed MFC biosensor would be a suitable 
device for real-time monitoring and sensing of HMs in wastewater with a 
direct electrical output. 

2. Materials and methods 

2.1. In vitro gene synthesis and plasmid construction 

Molecular biological tools were used to construct the plasmids 
pUC19 and pETDuet-1. The zinc-responsive regulator/promoter (pzntR) 
and riboflavin synthetic (ribB) genes were amplified from the genome of 
Shewanella oneidensis MR-1 and porin protein (oprF) gene was amplified 
from Pseudomonas aeruginosa using a set of primers with restriction sites. 
The green fluorescent protein (GFP) gene was present in our laboratory 
stocks. zntR was overlapped with gfp and the fragment was digested with 
HindIII and BamHI and inserted into the plasmid pUC19 under the 
control of the PzntA promoter. The recombinant plasmid was named 
pUC19-pzntR-GFP and transferred into E. coli W-1 for expression. To 
avoid the high error rate of a long fragment building block, we over-
lapped the pzntR and ribB and the resultant fragment was digested with 
BamHI and EcoR1. The digested fragment was ligated downstream of the 
oprF gene under the control of Zn2þ inducible promoter PzntA. The 

resultant plasmid was named pETDuet-1pzntR-ribB-oprF and was 
transferred into the host strain E. coli BL21 (DE3) for expression 
(Table 1). All gene coding sequences and information were obtained 
from the NCBI, BioCyc database and screened using PCR. The engi-
neered BL21 strain was cultured in LB medium or M9 medium (1 �M9 
medium, 2 mM/L MgSO4, 0.1 mM/L CaCl2, and 0.4% glucose as a car-
bon source) at 37 �C with shaking at 180 rpm. Ampicillin (50 μg/mL) 
and IPTG (0.7 mM) were added to the culture medium whenever 
needed. Engineered cells (1 mL) were grown in 100 mL LB-broth and the 
culture was incubated at 37 �C in a shaking incubator until OD600 
reached 0.6. 

2.2. Real-time PCR, flow cytometry, and fluorescence microscopy 

The expression of pUC19-pzntR-GFP was measured using RT-PCR. 
The engineered and wild type (WT) E. coli W-1 strains were grown in 
LB-broth at 37 �C to an OD600 of 0.6, and different concentrations (0, 30, 
60, and 90 μM) of Zn2þ were added individually. After 3 h of Zn2þ

addition, cells were harvested and total RNAs were isolated using the SV 
total RNA isolation kit (Promega). Quantitative RT-PCR reactions were 
performed under the following conditions: cDNA synthesis (50 �C, 
40 min), denaturation (95 �C, 12 min), and amplification for 40 cycles 
(95 �C, 20 sec; 60 �C, 1 min). A flow cytometry test was applied, E. coli 
W-1 cells carrying pUC19-pzntR-GFP were cultured with ZnCl2, NiCl2, 
CuCl2, HgCl2, CoCl2, and Pb(NO3)2 (final concentration, 90 μM). E. coli 
DH5α containing the empty plasmid was used as a control. A flow cy-
tometer (BD LSRFortessa, USA) equipped with a 488 nm blue solid-state 
laser was used to observe the cell population at a flow rate of 1 μL/s. For 
fluorescence microscopy, the engineered cells were induced with Zn2þ

and harvested after 4 h of centrifugation (3500�g for 5 min) at 4 �C. The 
cells were washed with phosphate-buffered saline (PBS) solution and re- 
suspended in PBS solution supplemented with 0.3% agarose. A fluo-
rescence microscope (Olympus, Japan) with a cooled charge-coupled 
device camera (B&W SenSys, KAF1401) was used to screen the cells. 

2.3. Membrane permeability assay 

The membrane permeability of the engineered strain BL21 carrying 
the recombinant plasmid, pETDuet-1pzntR-ribB-oprF was assessed by o- 
nitrophenyl-b-galactopyranoside (ONPG) hydrolysis (Arcidiacono et al., 
2009). The overnight culture of the engineered BL21strain was inocu-
lated in fresh LB medium. After 5 h of incubation at 37 �C, cells were 
harvested and washed thrice with PBS buffer (10 mM, pH 7.4). The 
ONPG hydrolysis assay was performed by mixing 135 mL of ONPG so-
lution (1.5 mM in 10 mM PBS, pH 7.4) with 15 mL of cells suspension. 
The absorbance of the mixture was measured at 405 nm on a microplate 
reader (Thermo Scientific, MA, USA). The WT BL21 strain was used as a 
control and the assay was performed in triplicate. 

2.4. MFC design and biosensor operation 

A two-chambered MFC operating reactor was set up, each bottle with 
a working volume of 240 mL divided by proton exchange membrane 
(PEM; Nafion117, DuPont, USA). The PEM and electrodes were pre-
treated before use (Chen et al., 2016). Carbon felt as electrodes with an 
area of 16 cm2 geometric surfaces were used as anode and cathode. The 
electrodes were linked with a 1000 Ω external resistor via titanium wire. 
During the MFC operating system, the anode medium was M9 supple-
mented with the different concentrations (0–400 μM) of Zn2þ metal in 
the interest of the Zn2þ responsive regulator. The catholyte was potas-
sium ferricyanide (100 mM potassium ferricyanide in 50 mM phosphate 
buffer, pH 7.0). The MFC reactor was operated at 37 �C and 180 rpm 
using a magnetic stirrer. A data acquisition apparatus was used to record 
the voltage at 10 min intervals in the MFC biosensor. Furthermore, Zn2þ

concentrations from 0 to 500 μM were also examined in the MFC in 
different batches. The anode medium was refreshed after 15 h of 
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incubation and the concentration was changed for each batch. The Zn2þ

concentrations were increased gradually in each batch of operation in 
the same MFC. 

A portable biosensor was developed where the sensor was able to 
collect voltage signals through a data acquisition card, convert them into 
digital signals, record, and display real-time signals using Android sys-
tem App. The software was developed in Android studio with Java 
language. The collected experimental data was run on the App, which 
displayed it in the real-time in the form of dynamic graphs. The App was 
modified form our previous p-nitrophenol software (Chen et al., 2016). 
The signal acquisition software can also calculate the relationship be-
tween voltage and Zn2þ ions. The developed software has been uploaded 
to GitHub (https://github.com/maomao0601/CollectingData) (Supple-
mentary materials). 

2.5. Optimization parameters for the biosensor test 

The constructed sensor strain BL21 was applied in MFC to optimized 
parameters for working condition. The engineered BL21 strain was 
grown in different Zn2þ concentrations (0–800 μM), temperatures (25, 
30, 37, and 45 �C), pH values (5.5, 7.01, 8.02, 9.00, and 11.00), and 
heavy metals including ZnCl2, NiCl2, CuCl2, HgCl2, CoCl2, and Pb 
(NO3)2 at a final concentration of 300 μM supplemented with the M9 
medium in the MFC reactor. All experiments were performed in 
triplicate. 

2.6. Application of the constructed MFC biosensor in wastewater 

The engineered BL21 sensor strain was applied for practical appli-
cation in synthetic wastewater. A dual-chambered MFC device (working 
volume of 240 mL) with synthetic wastewater and M9 fresh medium 
(1:1) supplemented with 0, 20, 60, and 100 μM of Zn2þ concentrations 
were set up (Cerminati et al., 2015). The concentration was selected 
based on common Zn2þ levels observed in the M9 growth media. In-
crease in voltage defined the exposure of Zn2þ at different concentra-
tions and detection of Zn2þ in the MFC reactor was measured by electric 
signals. The same Zn2þ contaminated water was also measured using 
analytical methods such as colorimetric, FAAS, and ICP-OES and the 
results were compared with those of the MFC biosensor. 

2.7. Analytical methods 

Voltage was calculated according to I ¼ V/R (Ohm’s law), where I is 
the current, V is the observed voltage, and R, external resistance, and P ¼
VI, where P is power. The anode geometric surface area (16 cm2) was 
used for current density (mA m-2) and power density (mW m-2) calcu-
lations. Open-circuit voltage (OCV) was maximum voltage where the 
external resistance is infinite. The external resistance declining from 
9999 to 100 Ω was used to determine the polarization curve (Logan, 
2009). Riboflavin concentration in the anode electrolyte of the MFC was 
examined by time course induction using HPLC equipped with a UV 
detector. The column used was an Agilent analytical C18 
(4.6 mm � 105 mm) (Agilent, USA). In detail, 2 mL of the electrolyte 
samples were collected at 12 h intervals from the MFC reactor and 
centrifuged (6000 rpm, 5 min). For HPLC analysis, the supernatant was 
filtrated with a 0.22 μm cellulose membrane and subjected to the system 
according to the procedure described by Vasilaki et al. (2010). The su-
pernatant (10 μL) was then analyzed with an eluent of 50% methanol 
and 50% ddH2O at 1.0 mL/min of flow rate and the HPLC profile was 
observed at 270 nm. 

Cyclic voltammetry (CV) was implemented in a three-electrode 
configuration with an Ag/AgCl reference electrode with a potentiostat 
(CHI604E, Shanghai, China). The CV scan rate was 5 mV/s in the range 
from -0.8–0.8 V (vs SHE). A scanning electron microscope (s-3400, 
HITACHI, Japan) was used to observe the formation of anode biofilms 
on an electrode. The experimental data in triplicate was statistically 
analyzed using mean and standard deviations. All graphs and curve fits 
were prepared in GraphPad Prism 7 (GraphPad, San Diego, CA, USA) 
and Origin 8.0 (Origin Lab, Massachusetts, and USA). 

3. Results and discussion 

3.1. Construction of Zn2þ detecting exoelectrogen 

To construct the E. coli strain that can sense Zn2þ and generate 
electricity, zntR, ribB, oprF, and cognate promoter PzntA were cloned into 
pUC19 and pETDuet-1 (Fig. 1a). A constructed plasmid named pUC19- 
pzntR-GFP containing a transcriptionally insulated pzntR controlling 
the expression of GFP. RT-PCR results revealed that the transcription 
level of the zinc-responsive regulator/promoter was increased to a 
maximum of 8.5-folds at 90 μM concentration of Zn2þ (Fig. 1b). Under 

Table 1 
Oligonucleotide primers, plasmids, and bacterial strains used in this study.  

Primers name Sequence PCR product 

ZntR-F CGCGGATCCATGTATCGCATTGGTGAGCTG pzntR-operon 
ZntR-R CCGGAATTCACAACCACTCTTAACGCCACTC 
Rib-F CCCTCGAGGGATGAATCAGACGCTACTTTCCTC ribB-operon 
Rib-R ATTTGCGGCCGCGCTGGCTTTACGCTCATGTG 
OprF-F CGCGGATCCATGAAACTGAAGAACACCTTAGGC oprF-operon 
OprF-R CCGGAATTCCAACCGATTTCCCTGAGCG 
GFP-F CGCGGATCCATGAGTAAAGGAGAAGAACTTTTCA gfp-operon 
GFP-R CCCTCGAGTTTGTATAGTTCATCCATGCCATGT 
ZntRrib-F TTAAGATTGTTGCGCAGGAGATATCGCATTGGTGAGCTGGCAAAAA pzntR-ribB-operon 
ZntRrib-R TGCCAGCTCACCAATGCGATATCTCCTGCGCAACAATCTTAACGCAT 
ZntRGFP-F TGGCGTTAAGAGTGGTTGTATGAGTAAAGGAGAAGAAC pzntR-gfp-operon 
ZntRGFP-R AGTTCTTCTCCTTTACTCATACAACCACTCTTAACGCCAC 
QpzntR-F AAGGCATTGTGCAGGAAAGA  
QpzntR-R CCACAACAGGCATCGTTAAG  

Plasmids and strains Relevant characteristic Source 

pUC19 Clone vector, AmpR Laboratory 
pET-Duet-1 Clone and expression vector, AmpR, Laboratory 
pUC19-pzntR-GFP Recombinant plasmid containing pzntR and GFP This study 
pETDuet-1pzntR-ribB-oprF Recombinant plasmid containing pzntR, ribB, and oprF genes This study 
S. oneidensis MR-1 Containing pzntR and ribB genes Laboratory 
P. aerogenosa Containing oprF gene Laboratory 
E. coli DH5α Clone host strain, containing recombinant plasmid pUC19-pzntR-GFP This study 
E. coli BL21 (DE3) Expression strain, containing recombinant plasmid pETDuet-1pzntR-ribB-oprF This study  
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the supplementation of different metals ions, the flow cytometry results 
showed that the constructed Zn2þ sensor was highly responsive to Zn2þ

ion and not sensitive to other divalent metals, such as Cu2þ, Ni2þ, Pb2þ, 
Hg2þ, and Co2þ (Fig. 1c). Data from fluorescence microscopy showed 
that the Zn2þ inducible promoter up-regulated downstream genes and 
synthesize green fluorescence protein (Fig. 1d). This data confirmed that 
Zn2þ metal induces pzntR expression. Then, the GFP gene was replaced 
by ribB and cloned along with oprF into the pETDuet-1 plasmid. The 
recombinant plasmid was transferred to the E. coli BL21 for expression. 
The transformant showed that the oprF expression in the engineered 
strain BL21 increased the cell membrane permeability, which was 4.5 
times higher than that of the WT BL21 strain (control) carrying the 
vacant plasmid (Fig. 1e). 

Metal-responsive regulatory units originating from bacterial species 
have been used in metal biosensors such as MerR or ArsR/SmtB-like 
regulators (Cerminati et al., 2011; Webster et al., 2014). A whole-cell 

Zn2þ-specific bacterial biosensor has been developed for monitoring of 
Zn2þ ions in human serum showed that the pzntA regulator/promoter 
was up-regulated at a lower range of 20 μM of Zn2þ (Watstein and 
Styczynski, 2018). pzitB is a Zn2þ responsive regulator/promoter and 
the relative expression was 5.6-fold at 100 μM of Zn2þ (Choi et al., 
2017), which was consistent with the present study that showed 
8.5-folds transcriptional level of pzntR at 90 μM of Zn2þ. Transfer of 
electrons via the OM of electrochemically active bacteria to the electrode 
was restricted due to the dense and strong layer of lipopolysaccharide on 
the surface cover (Wen et al., 2011; Yong et al., 2014). Overexpression of 
oprF enhanced 4.5 times OM permeability of engineered strain (Fig. 1e). 

The obtained results were accordingly to Yong et al. (2013b) by 
expressing oprF in E. coli BL21 which increased OM permeability 3.2 
times as compared to that by the control strain. These data indicated that 
pzntR, ribB, and oprF were successfully over-expressed and facilitated 
the movement of inward electrons outward during EET mechanism in 

Fig. 1. (a) Flowchart of constructed co-expression vector pUC19 and pETDuet-1, (b) RT-PCR by using Zn2þ concentrations (0, 30, 60, 90 μM), (c) Flow cytometry of 
different metal ions (Cu2þ, Zn2þ, Ni2þ, Pb2þ, Hg2þ and Co2þ) at 90 μM of final concentration, (d) Fluorescence microscopy profiles of E.coli W-1 carrying the re-
combinant plasmid pUC19-pzntR-GFP and control, and (e) Cell permeability of engineered strain BL21 carried recombinant plasmid pETDuet-1pzntR-ribB-oprF. 
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constructed Zn2þ specific sensor. 

3.2. Linear relationship between Zn2þ concentrations and voltage 
generation 

The constructed Zn2þ sensing strain was applied in a two-chambered 
MFC with different concentrations of Zn2þ and the voltage output was 
monitored. The maximum voltage generation (160, 183, 260, 292, and 
342 mV) was correlated with the Zn2þ concentrations (0, 100, 200, 300, 
and 400 μM, respectively) (Fig. 2a). A significant linear relationship 
between Zn2þ concentrations and the maximum voltage of the con-
structed MFC biosensor was observed (R2 ¼ 0.9777) (Fig. 2b). Moreover, 
the amendment of Zn2þ concentrations at different batches led to an 
increase in voltage generation from 98 mV to 189 mV at 0–400 μM using 
the engineered BL21 strain (Fig. 2c). Increasing Zn2þ concentration to 
500 μM inhibited the voltage generation. Riboflavin is a key factor in 
promoting MFC voltage generation. Maximum riboflavin production in 
the anolyte was observed from 2.41 μM/L to 3.6 μM/L at 100–400 μM of 
Zn2þ concentrations within 120 h of incubation, while there was no 
flavin production observed at 0 concentration of Zn2þ (Fig. 2d). The 
results suggested that the ribB gene induces by Zn2þ responsive pro-
moter and elevated the voltage generation in MFC. This data indicated 
that the constructed MFC biosensor enabled the cell to respond to Zn2þ

in a dose-dependent manner and synthesize flavins in the MFC. 
Zn2þ specific biosensor P. putida X4 (pczcR3GFP) was fabricated by 

fusing egfp with czcR3 promoter which showed a relative relationship 
between Zn2þ concentrations and fluorescence intensity in a range 
(5–55 μmol/L) of Zn2þ in soil extract (Liu et al., 2012). The correlation 

between Zn2þ concentrations (100–1000 μM) and relative fluorescence 
was found linear by employing E. coli carried zraP and GFP in LB media 
(Ravikumar et al., 2011). Zn2þ sensor based on pigment molecule 
response responded to Zn2þ in the range of 10, 20, and 100 μM in human 
serum (Watstein and Styczynski, 2018). Detection of Zn2þ by fluores-
cence measurement is not suitable for real-time monitoring; however, 
this drawback was overcome using the MFC-based biosensor. An arsenic 
(parsR) specific biosensor constructed in S. onidensis MR-1 strain showed 
a linear relationship at 0–100 μM of arsenic concentrations with the 
maximum current peak ranging from 10 μA to 40 μA in the bio-
electrochemical system (Webster et al., 2014). This was consistent with 
the present study where a correlation curve was observed between Zn2þ

concentrations and voltages R2 ¼ 0.9777. Detection of benzoylecgonine 
in urine-based wastewater examined in batch MFC showed that 
increasing concentrations of benzoylecgonine (0–3.45 μM) led to decline 
the voltage from 0.31 V to 0.26 V (Catal et al., 2019). In contrast, 
detection of Zn2þ in batch MFC was associated with electricity genera-
tion assisted by riboflavin production. The genes cluster, ribABCDE 
inserted in E. coli BL21 can increase voltage by 9.6-fold than that present 
in the control by producing riboflavin in anode MFC (Tao et al., 2015). 
S. oneidensis carrying ribADEHC genes cluster could synthesize 
25.7 μM/L of riboflavin and produce 13.2-fold of voltage (Yang et al., 
2015). The results indicated that the voltage alteration was directly 
related to the quantity of Zn2þ in the medium that showed the 
bio-sensing capability and sensitivity of the engineered BL21 strain. 

Fig. 2. (a) Voltage generation by engineered BL21 strain at different concentrations of Zn2þ from 0 to 400 μM, (b) A linear relationship curve between the maximum 
voltage and Zn2þ concentrations, (c) biofilm based MFC in different batches. Arrows indicate the addition of fresh media, (d) riboflavin production at a different 
time interval. 
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3.3. Influence of different environmental parameters on constructed Zn2þ

sensor in MFC 

The constructed sensor strain was applied for practical applications 
under the various environmental parameters for optimization in MFC. 
The results revealed that the maximum voltage was generated by the 
MFC biosensor enhanced from 158 mV to 341 mV at 0–400 μM of Zn2þ

concentrations (Fig. 3a) and showed a linear relationship (R2 ¼ 0.9882) 

among these parameters (Fig. 3b). Electricity generation decreased from 
341 mV to 240 mV at 600 and 800 μM of Zn2þ. This indicated that 
voltage established a linear relationship with Zn2þ concentrations which 
ensures the sensitivity and selectivity of the constructed MFC biosensor. 
It was also observed that a temperature of 37 �C is suitable for the 
growth of the engineered BL21 strain (Fig. 3c). When the temperature 
increased to 45 �C, voltage output significantly reduced because of the 
growth inhibition of engineered strain (Fig. 3d). For the metal ions, the 

Fig. 3. (a) Optimization of parameters for Zn2þ constructed sensor at different concentrations of Zn2þ, (b) maximum voltage output, (c) temperatures, (d) pH, (e) 
metals ions, and (d) riboflavin production at different pH in MFC. 
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maximum voltage was observed with the Zn2þ ion and produced high 
concentrations of riboflavin at pH 9 (Fig. 3e and f). Concerning inter-
ference tests, the constructed MFC biosensor did not show any response 
to Cu2þ, Ni2þ, Pb2þ, Hg2þ, and Co2þ metals. The constructed biosensor 
targeting Zn2þmetal ion is the forefront in MFC biosensor design. 

To monitor the toxicity in the MFC biosensor, a series of construc-
tional and operational parameters such as pH, temperature, and 
contaminant concentrations were considered important factors which 
directly impact voltage generation and sensor sensitivity (Chen et al., 
2016; Yi et al., 2019). A good correlation between voltages and Zn2þ

concentrations at 0–400 μM was developed while increasing Zn2þ con-
centration up to 600 μM declined the voltage in the MFC (Fig. 3a). The 
similar results were reported by Chen et al. (2016) detecting p-nitro-
phenol (PNP) in wastewater has linear relations at 50–200 mg/L and the 
voltage was inhibited by increasing PNP concentration to 300 mg/L. The 
linear correlation curve between voltages and glucose concentrations 
(0–400 mg/L) was also observed in the MFC biosensor (Yu et al., 2017). 
Maximum voltage and riboflavin production were observed under 
environmental parameters as follows: Zn2þ concentration, 400 μM; pH 
9; and temperature, 37 �C (Fig. 3). 

The obtained results were in accordance with the previous reports 
that acidification restricted the biofilm formation, community alter-
ation, and bacterial growth in MFCs (Patil et al., 2010; Xu et al., 2016), 
and alkaline pH significantly increases the synthesis of riboflavin in MFC 
by S. oneidensis MR-1 (Yong et al., 2013a; You et al., 2018). Most of the 
previously constructed biosensors were not specific in response to 
several other divalent metals. However, the Zn2þ specific sensor based 
on the reporter gene was constructed by (Liu et al., 2012), while the 
present biosensor is based on the MFC. This data indicated that 37 �C 
and pH 9 were considered as the operating temperature and pH for the 
detection of Zn2þ ranging from 0 μM to 400 μM in the constructed MFC 
biosensor. 

3.4. Electrochemical characteristics of the constructed MFC biosensor 

The maximum power density of the engineered BL21 strain reached 
75 mW/m2, which was 6.25 times higher than that of the control 
(12 mW/m2). Voltage generation of the engineered BL21 strain in the 
open circuit was 430 mV, while the WT BL21 strain showed only 220 mV 
of voltage output (Fig. S1a). A pair of redox peaks of the currents by the 
engineered strain BL21 was much higher than that of the WT strain 
(Fig. S1b). In addition, SEM images confirmed that both engineered and 
WT BL21 strains can form biofilms on carbon felts (Figs. S1c and d). The 
engineered BL21 strain displayed considerable electrochemical activity 
in comparison to the control. 

Electrochemical tensions in the MFC are related to the secretion of 
mediator byproducts via a permeable outer membrane which can pro-
mote MFC performance (Patil et al., 2010). Redox mediators work as a 
flexible terminal to accept and transfer electrons in the MFC (Kotloski 
and Gralnick, 2013), such as hydroquinone secreted by E. coli that can 
efficiently enhance the maximum power density to 1300 mW/m2 (Qiao 
et al., 2008). In this study, the engineered BL21 strain secreted ribo-
flavin in anode MFC and increased cell membrane permeability which 
increased the power density by 6.25 times as compared to the control. 
The obtained results were consistent with that the overexpression of the 
ribABCDE gene cluster in S. oneidensis enhancing power density to 13.2 
times higher than its parental strain (Yang et al., 2015). oprF expressed 
in E. coli BL21 could significantly improve the membrane permeability 
and power density by applying exogenous riboflavin (Yong et al., 
2013b). This data suggested that the engineered strain produced elec-
troactive compounds in the MFC that promoted the voltage output. 

3.5. MFC biosensor cross-validation with analytical methods 

The constructed MFC biosensor was tested by feeding the system 
with wastewater for practical application and cross-validation with the 

conventional approaches. The results showed that Zn2þ specific MFC 
biosensor has promising sensitivity to 0, 20, 60, and 100 μM of Zn2þ

concentrations by generating voltages of 78, 92, 146, and 201 mV, 
respectively (Table S1). Detection of Zn2þ concentrations in the waste-
water was also analyzed by colorimetric, FAAS, and ICP-OES methods. 
The results showed that there was no significant difference in the 
determination of Zn2þ between analytical approaches and the MFC 
biosensor (Fig. 4). The Zn2þ biosensor toward standardization in com-
parison with analytical methods is cost-effective, has a sharp response, 
and a short life cycle. This data indicated that the water containing Zn2þ

monitored by the MFC-based biosensor is an economical approach. 
Conventionally water quality monitoring by analytical approaches 

has a widespread use with significant limitations. The conventional 
methods need experts to operate the equipment, is often expensive, and 
time-consuming (Li et al., 2015), and the measured contaminant con-
centrations of water quality do not readily reveal the definite response to 
humans or other organisms (Jiang et al., 2018). 

To address this issue, MFC biosensors function based on biological 
processes using living organisms and could be implemented as a sup-
plementary tool for water quality assessment. An overview of Zn2þ

detection in water by the constructed MFC biosensor in comparison to 
that by the conventional approaches in terms of limit of detection and 
system cost is presented in Table 2. The MFC-based biosensors are a self- 
sustaining and cost-efficient device for in-situ and online monitoring of 
metals in the water that avoids difficult laboratory protocols and sample 
pre-treatment. It has the ability to interact rapidly with the toxic com-
pounds, providing a direct estimation of toxicity and has a long period of 
operation and less maintenance compared to the analytical systems (Yu 
et al., 2017). Zinc ions enter into the water from various sources such as 
pharmaceutical, agricultural, and industrial waste, which is a chal-
lenging issue (Liu et al., 2019). The limited detection range of Zn2þ by 
our constructed MFC biosensor was from 20 μM in water and matched 
the standard zinc concentrations limit in the drinking water of 3 mg/L or 
45.8 μM as described by the FAO and WHO, respectively (Noulas et al., 
2018), and 15.4 μM according to the legislation in China (Liu et al., 
2012). The Environmental Protection Agency (EPA) prescribed that 
5 mg/L or 30 μM of zinc is toxic to the environment (Ravikumar et al., 
2011), was covered by our constructed MFC biosensor. This approach is 
a new development in MFC biosensor research for monitoring of metal 
ions in water or the aquatic environment. However, the applications of 
MFC biosensors are still in the early stages in the detection of metals and 
have not been commercialized. Substantial research progress has been 
achieved on the various aspects, including sensitivity, selectivity, 
real-time monitoring, and cost-effectiveness while some parameters still 
influence the performance of MFC biosensor. At present, the MFC 
biosensor is a cheap method developed for the detection of metals 

Fig. 4. Comparison of Zn2þ detection in wastewater by MFC biosensor with 
conventional methods (Colorimetric, FAAS, and ICP-OES). 
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compared to the conventional approaches and the potential for research 
toward further innovation is encouraging. 

4. Conclusions 

Zinc responsive regulator (pzntR) with ribB and oprF were collec-
tively expressed in the E.coli BL21 strain and make it exoelectrogen. MFC 
biosensor device based on the Android App system developed by 
employing the engineered BL21 sensor strain revealed a high specificity 
to Zn2þ and established a good linear relationship between different 
Zn2þconcentrations and voltages output. The constructed MFC 
biosensor detected 20 μM of Zn2þ in water which covers the safety 
standard of Zn2þ in drinking water. It is self-powered, affordable, and is 
an alternative to conventional methods for the detection of metals in 
water. This MFC-based biosensor is the first Zn2þ biosensor of its kind 
and future applications need to be explored. 
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